REV | DATE ECO COMMENTS
A |06/04/03 | 169 | ADD METRIC UNITS
B |08/02/15 | 307 | ADD 316 TO NOTES 2 AND 3
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CLEARANCE FOR ACCESS 0.75-14 NPT
REDUCING BUSHING (SUPPLIED)
NOTES:
1 ALL DIMENSIONS GIVEN IN INCHES FLANGE DIMENSION WEIGHT —
MLLIVETER DIWENSIONS SHOWN N ( ) sz | e |89 (ko) ~fe PHASE DYNAMICS, INC
2 FLANGES ARE 1 INCH RAISED FACE ANS| 150 | 5.3 (135) | 32 15 ﬂ RICHARDSON, TEXAS
SCHEDULE 80 BORE, 316/316L STAINLESS ANSI 300 m.m (142) T 35 16 E :
STEEL -
3 PIPE IS 1 INCH, SCHEDULE 80, ANS| 600 | 59 (150) | 35 16 INSTALLATION, 1 INCH U CONFIG
ANSI 900 | 6.3 (160) | 44 20 RAISED FACE FLANGES

316,/316L STAINLESS STEEL
4 WEIGHT: SEE TABLE
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